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[57] ABSTRACT 

A non-mechanical optical switch is provided for alter- 
nately switching a monochromatic or quasi-mono- 
chromatic light beam along two optical paths. A polar- 
izer polarizes light into a single, e.g., vertical compo- 
nent which is then rapidly modulated into vertical and 
horizontal components by a polarization modulator. A 
polarization beam splitter then reflects one of these 
components along one path and transmits the other 
along the second path. In the specific application of gas 
filter correlation radiometry, one path is directed 
through a vacuum cell and one path is directed through 
a gas correlation cell containing a desired gas. Reflect- 
ing mirrors cause these two paths to intersect at a sec- 
ond polarization beam splitter which reflects one com- 
ponent and transmits the other to recombine them into 
a polarization modulated beam which can be detected 
by an appropriate single sensor. 

21 Claims, 5 Drawing Sheets 
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NON-MECHANICAL OPTICAL PATH 
SWITCHING AND ITS APPLICATION TO DUAL 
BEAM SPECTROSCOPY INCLUDING GAS 
FILTER CORRELATION RADIOMETRY 5 

ORIGIN OF THE INVENTION 

The invention described herein was made jointly in 
the performance of work under Contract NAS 1-1 8344 
and an employee of the United States Government. In 1 
accordance with 35 U.S.C. 202, the contractor elected 
not to retain title. 

BACKGROUND OF THE INVENTION 

1. Technical Field of the Invention 

The present invention relates to non-mechanical opti- 
cal path switching and its application to dual beam 
spectroscopy including gas filter correlation radiome- 
try. 20 

2. Discussion of the Related Art 

Non-mechanical optical path switching has many 

potential applications particularly in the field of dual 
beam spectroscopy. In dual beam spectroscopy, light 
from a radiation source is divided between two optical 25 
paths. Each optical path generally contains some me- 
dium through which the radiation is transmitted and 
thus partially absorbed. The key measurement in this 
type of spectroscopy is related to the difference in opti- 
cal transmission between the two paths for the incident 
radiation. Although the gas filter correlation radiometer 
(GFCR) is but one example of a dual beam spectrome- 
ter, for illustrative purposes this application will be 
discussed in detail. 

Gas filter correlation radiometers (GFCRs) may re- 35 
motely infer the concentration of a gas species along 
some external path. In many GFCRs gas sensing is 
accomplished by viewing through two optical cells the 
emission/absorption of the gas molecules along the 
external path. These two optical cells, often called the 40 
correlation and vacuum cells, correspond to the media 
found in the two optical paths of a dual beam spectrom- 
eter. The correlation cell contains a high optical depth 
of a gas species i and thus strongly absorbs radiation at 
the molecular transition wavelengths of the particular 45 
gas. In effect the correlation cell acts as a spectral 
“notch filter”, the spectral notches being coincident 
with the band structure of gas species i. On the other 
hand, the vacuum cell encloses either a vacuum or a gas 
that is non-absorbing in the spectral region of interest. 50 
The difference signal AS between these two views of 
the emitting/absorbing gas species i can be related to 
the concentration of this gas along a path external to the 
GFCR. 

In one known GFCR shown in FIG. 1, the radiation 55 
is divided by a simple beam splitter PI into two paths — 
one containing a correlation cell P2 and the other a 
vacuum cell P3. The difference signal AS is derived 
from the difference in the outputs of two detectors P4 
and P5 respectively located at the end of the two optical 60 
paths. Suitable collecting optics P6 and an interference 
filter P7 are provided to collect and spectrally filter the 
light. In other GFCRs, the critical AS is derived from a 
single detector P8, as shown in FIG. 2. In this case, the 
AS is generated by physically moving the correlation 65 
and vacuum cells P2 and P3 periodically in front of the 
GFCR detector. This is often accomplished by mount- 
ing the correlation and vacuum cells on a rapidly rotat- 


2 

ing wheel P9 so that they alternately pass in and out of 
the single optical path. 

The first GFCR approach of FIG. 1 uses two detec- 
tors to derive the small AS signal. GFCR measurements 
of gas concentration are extremely sensitive to minute 
drifts in the response of the two detectors which must 
be frequently and precisely balanced. Also, surface 
response inhomogeneities on the two detectors can lead 
to significant measurement errors if the radiation back- 
ground being viewed by the GFCR is spatially inhomo- 
geneous. Such a situation may occur, for example, in an 
aircraft or satellite nadir viewing application. 

The single detector approach of FIG. 2 has the disad- 
vantage that some mechanical means must be used to 
alternate the view of the detector through the correla- 
tion and vacuum cells. Although this mechanical opti- 
cal path switching may occur rapidly on the order of 
100 Hz, it may nevertheless limit the GFCR perfor- 
mance in certain demanding applications where the 
background radiation varies rapidly, e.g., in some nadir 
earth-viewing cases. In applications where instrument 
maintenance is restricted or impossible, such as satellite 
applications, the presence of rapidly moving instrument 
components is an important constraint as it may limit 
operational lifetime. Angular momentum compensation 
must also be addressed especially for satellite applica- 
tions. 

OBJECTS OF THE INVENTION 

It is accordingly an object of the present invention to 
provide a non-mechanical optical switch for various 
applications requiring two optical paths. 

It is another object of the present invention to per- 
form dual beam spectroscopy such as gas filter correla- 
tion radiometry in which the difference signal AS can 
be obtained from only one detector thus reducing mea- 
surement errors and balancing requirements. 

It is still another object of the present invention to 
switch the view of a single detector through a correla- 
tion cell and a vacuum cell non-mechanically. 

It is a further object of the present invention to ac- 
complish such switching more quickly. 

It is yet another object of the present invention to 
accomplish the foregoing objects with an apparatus 
requiring low maintenance. 

It is a further object of the present invention to ac- 
complish the foregoing objects without generating an- 
gular momentum in any system component. 

Additional objects and advantages of the present 
invention are apparent from the specification and draw- 
ings which follow. 

SUMMARY OF THE INVENTION 

The foregoing and additional objects are obtained by 
a non-mechanical optical path switch according to the 
present invention which comprises a polarizer, polariza- 
tion modulator and a polarization beam splitter. The 
polarizer polarizes light from a light source into a sin- 
gle, e.g., vertically polarized, component which is then 
rapidly modulated into alternate vertically and horizon- 
tally polarized components by the polarization modula- 
tor. The polarization modulator may be used in con- 
junction with optical waveplates. The polarization 
modulated beam is then incident on the polarization 
beam splitter which transmits light of one orthogonal 
component, e.g., horizontally polarized, and reflects 
light of a perpendicular component, e.g., vertically 
polarized. In a gas filter correlation radiometer applica- 
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tion, the transmitted horizontally polarized beam is 
reflected by a mirror, passes through a gas correlation 
cell, and is transmitted through a second beam splitter. 
The reflected vertically polarized beam passes through 
a vacuum cell, is reflected by a mirror and then re- 
flected by the second beam splitter. The second beam 
splitter recombines the horizontal and vertical compo- 
nents into a single beam which is read by a single con- 
ventional detector. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a schematic representation of a conven- 
tional GFCR using a beam splitter and two detectors; 

FIG. 2 is a schematic representation of a conven- 
tional GFCR using a mechanical wheel and a single 
detector; 

FIG. 3 is a schematic representation of a non- 
mechanical optica] path switch according to the present 
invention; 

FIG. 4 is a graph showing the change in radiation 
intensity with time along two optical paths generated 
by the embodiment of FIG. 3; 

FIG. 5 is a schematic representation of a particular 
GFCR configuration using a non-mechanical optical 
path switch according to the present invention; and 

FIG. 6 is a graph showing a quasi-sinusoidal change 
in radiation intensity with time along two optical paths 
generated by a polarization modulator, e.g., a photo- 
elastic modulator used in an embodiment of the present 
invention. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 

Referring now to FIG. 3, the non-mechanical optical 
path switch according to the present invention com- 
prises the basic components of optical polarizer 16, 
polarization modulator 18, and polarization beam split- 
ter 20. Such a switch can be used in numerous applica- 
tions such as optical computing and dual beam spectros- 
copy which includes gas filter correlation radiometry. 
Unpolarized monochromatic or quasi-monochromatic 
light having vertically polarized components V and 
horizontally polarized components H from any radia- 
tion source, e.g., a thermal source, laser, etc., is first 
polarized by optical polarizer 16 into a single compo- 
nent, e.g., vertically polarized as in FIG. 3. The polar- 
ized radiation is then incident upon polarization modu- 
lator 18 which rapidly modulates the output polariza- 
tion between vertical and horizontal components. This 
switch eliminates the need for rapidly moving mechani- 
cal parts, thereby eliminating maintenance requirements 
and angular momentum considerations. 

Non-mechanical optical path switching occurs at 
polarization beam splitter 20. Specifically, polarization 
beam splitter 20 splits the beam along two paths OP1 
and OP2 by transmitting one orthogonal beam compo- 
nent and reflecting the other orthogonal beam compo- 
nent. In the example shown, horizontal beam compo- 
nent H is transmitted along path OP1 and vertical beam 
component V is reflected along path OP2. Conversely, 
the vertical component may be transmitted and the 
horizontal component may be reflected by reorientation 
of beam splitter 20. The temporal change in radiation 
intensity for the two optical paths OP1 and OP2 is 65 
represented in FIG. 4 as the polarization is switched 
from vertical to horizontal in the specific embodiment 
shown in FIG. 3. 
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Referring now to FIG. 5, a gas filter correlation radi- 
ometer (GFCR) 10 is shown according to the present 
invention utilizing the above described optical path 
switch. Optics system 12, e.g., a telescope or other 
5 lens/mirror system, collects unpolarized light from a 
radiation source such as the earth and atmosphere when 
GFCR 10 is mounted on a satellite or aircraft, a black- 
body when GFCR 10 is used as a laboratory or in-situ 
instrument, the sun, etc. This unpolarized light beam 
10 comprises vertically polarized components V and hori- 
zontally polarized components H. A spectral filter 14 is 
provided next to transmit only the portion of the optical 
spectrum of the beam which contains the transition lines 
of the particular gas species of interest, e.g., carbon 
15 monoxide (CO). Optical polarizer 16 is provided after 
spectra] filter 14 and is aligned to polarize the incoming 
radiation in the desired directional component, e.g., 
vertically in the embodiment depicted in FIG. 3. A 
polarization modulator 18 then receives the incident 
20 vertically polarized beam and rapidly modulates the 
output beam between vertical and horizontal polariza- 
tion. Depending on the measurement application, and 
the type of polarization modulator utilized, polarization 
modulation may be accomplished over a wide fre- 
25 quency range from near DC to radio frequencies (RF). 

Polarization beam splitter 20 non-mechanically 
switches this polarization modulated output beam be- 
tween two paths by transmitting the beam when it is 
horizontally polarized and reflecting it when it is verti- 
30 cally polarized. Alternatively, beam splitter 20 may be 
oriented so as to transmit vertically polarized light and 
to reflect horizontally polarized light. 

Polarization beam splitter 20 thus alternately directs 
the beam along a correlation and a vacuum cell path. In 
35 the specific embodiment shown, beam splitter 20 is 
oriented to reflect the vertically polarized light so that 
it passes through a vacuum cell 22 containing a vacuum 
or a gas which is non-absorbing in the spectral region of 
interest. The exiting light is then reflected by mirror 24 
40 so that it intersects a second polarization beam splitter 
26. The optical path from the first beam splitter through 
the vacuum cell to the second beam splitter is desig- 
nated the vacuum optical path. First beam splitter 20 
transmits horizontally polarized light, which is then 
45 reflected by mirror 28 so that it passes through gas 
correlation cell 30 containing a high optical depth of the 
gas species of interest and is then incident on the second 
beam splitter 26. The optical path from the first beam 
splitter through the gas correlation cell to the second 
50 beam splitter is designated the gas correlation optical 
path and has the same length as the vacuum optical 
path. 

In the more general case of dual beam spectroscopy, 
vacuum cell 22 and gas correlation cell 30 are replaced 
55 with a first medium and a second medium, which can 
include a reference or sample gas, liquid or solid. 

Second beam splitter 26 can be selected to have the 
same transmitting and reflecting properties as first beam 
splitter 20, i.e., in the example shown it transmits the 
60 horizontally polarized light from the gas correlation 
optical path and reflects the vertically polarized light 
from the vacuum optical path. The orientation of the 
mirrors and the first beam splitter cause the two optical 
paths to intersect at the second beam splitter. 

The second beam splitter may be oriented in the op- 
posite sense to the first beam splitter, wherein the verti- 
cal components pass through and the horizontal compo- 
nents reflect to the right in FIG. 5, necessitating locat- 
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ing intensity sensor 32 to the right of the second beam 
splitter in FIG. 5. The beam is recombined into a single 
optica] path having rapidly alternating vertical and 
horizontal components which are received and read by 
a single conventional intensity detector 32 to determine 5 
AS, i.e., the difference in the intensity between the hori- 
zontally and vertically polarized beams received at 
detector 32. In the specific application of an aircraft or 
satellite nadir-viewing GFCR, this difference signal is 
related both to the amount of gas in the cells and the 10 
height of that gas in the atmosphere or other test loca- 
tion. This AS value, a scene brightness measurement 
and a knowledge of certain atmospheric parameters 
such as the temperature profile are combined through a 
numerical radiative transfer program to allow an infer- 15 
ence of the atmospheric mixing ratio of the particular 
gas. Also, any other conventional methods may be used 
to manipulate the data sensed by detector 32. 

The non-mechanical optical path switching of the 
present invention accordingly allows a single detector 20 
to be used to arrive at AS thereby reducing balancing 
requirements and detector surface inhomogeneity prob- 
lems. The present invention also enables a quick switch- 
ing rate orders of magnitude greater than in conven- 
tional GFCRs between the vacuum optical path and the 25 
gas correlation path. The switching rate is determined 
by selection of the polarizing modulator as discussed 
below’. This high speed optical path switching will 
greatly improve GFCR performance in demanding 
situations such as nadir earth-viewing applications from 30 
aircraft and spacecraft. The rapid switching in effect 
freezes the radiometer view' of rapid background radia- 
tion variations. It also allows the GFCR field-of-view' 
to be decreased to enable higher spatial resolution mea- 
surements. This narrowed field-of-view will increase 35 
the amount of data obtained in spacecraft applications 
since clear regions between cloud coverage are more 
likely to be found with finer spatial resolution. The lack 
of rapidly moving mechanical parts reduces mainte- 
nance concerns and eliminates angular momentum con- 40 
cems. 

The key components of the optical path switch are 
the polarizer, polarization beam splitter and polariza- 
tion modulator. All are commercially available and 
some basic parameters for use in their selection for 45 
various applications are discussed in the following para- 
graphs. Since many of the component characteristics 
are wavelength dependent, the spectral region for a 
desired application is important in component selection. 

Polarizer 16 can be eliminated if a polarized light 50 
source as a polarized laser is used. If necessary the po- 
larizer 16 linearly polarizes the incoming radiation be- 
fore it is incident on the polarization modulator 18. 
Important polarizer parameters include extinction ratio, 
transmission, and angular acceptance. Common polar- 55 
izer types include prism, reflection, dichroic and wire 
grid polarizers. Prism and reflection polarizers exhibit 
high extinction ratios, but their poor angular acceptance 
limits their application. Dichroic and wire grid polariz- 
ers, on the other hand, possess wide angular acceptance. 60 
Dichroic polarizers in addition have high extinction 
ratios and are commercially available for the visible and 
near infrared region. Wire grid polarizers exhibit mod- 
erate extinction ratios and are available for infrared 
applications. 

The purpose of the polarization beam splitter 20 is to 
separate the orthogonal polarization components of the 
radiation after the polarization modulator. Thus the loss 
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and extinction ratio for both the transmitted and re- 
flected radiation as well as angular acceptance must be 
considered. The same consideration must be applied to 
polarization beam splitter 26 which combines the two 
orthogonal polarizations in GFCR applications. Di- 
chroic polarizers are not acceptable as polarization 
beam splitters since they strongly absorb one of the 
polarization components. Prism and reflection polariza- 
tion beam splitters may only be used in applications 
where angular acceptance is not a primary concern. 
Wire grid polarizers with their large acceptance angle 
and moderate extinction ratios for both transmission 
and reflection are good polarization beam splitter candi- 
dates in the infrared. 

The polarization modulator 18, which may also be 
used in conjunction with a waveplate, alternatively 
modulates the state of polarization between two orthog- 
onal linear polarizations (i.e., H and V). Important pa- 
rameters include transmission loss and angular accep- 
tance; and since the modulators are energized devices, 
energy consumption and heating effects are also impor- 
tant. Electro-optic and photo-elastic modulators are 
commercially available that operate over a wide spec- 
tral region including the UV, visible and infrared. Both 
modulator types generate a polarization change by 
modulating the birefringence of an optical crystal. In 
the electro-optic modulator a strong electric field is 
applied to yield the desired birefringence change, 
whereas in the photo-elastic modulator, mechanical 
stress introduced by a transducer attached to the optical 
crystal generates the birefringence change. The magni- 
tude of the voltage applied to an electro-optic modula- 
tor for a given birefringence modulation increases with 
increasing optical wavelength. For this reason, modula- 
tors using the electro-optic effect are generally more 
suited for shorter wavelength applications, i.e., UV, 
visible, and near infrared. An advantage of electro-optic 
modulators is their wide electronic bandwidth which 
allows them to be modulated with a variety of elec- 
tronic waveforms, such as the “quasi-square wave” 
polarization modulation shown in FIG. 4. Square wave 
or other polarization waveforms can be useful in some 
GFCR applications to approximate the switching or 
“chopping” achieved by the mechanical switching 
shown in FIG. 2. To reduce the driving power require- 
ments of photo-elastic modulators, these devices are 
generally excited at the resonant frequency of the 
photo-elastic crystal. The photo-elastic modulators 
must accordingly be excited with a sinusoidal electronic 
waveform and the resulting polarization modulation 
may have a quasi-sine wave characteristic, as shown in 
FIG. 6. Photo-elastic modulators are commercially 
available for UV, visible and infrared applications. 
Crystal heating, the mechanical strength of the crystals 
and the loss of optical transmission are factors limiting 
longer wavelength applications. Other potential polar- 
ization modulators include magneto-optic devices possi- 
bly employing the Faraday or Kerr effects, liquid crys- 
tal devices (LCDs), etc. 

Many modifications, substitutions and improvements 
will became apparent to one of skill in the art without 
departing from the spirit and scope of the present inven- 
tion as described herein and defined in the following 
claims. 

65 What is claimed is: 

1. A method of performing dual beam spectroscopy 
to determine the concentration of a gas of interest in a 
particular quantity, comprising the steps of: 
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modulating a polarized light beam, which has passed 
through the gas of interest in the particular quan- 
tity, between two alternating orthogonal polariza- 
tion components; 

switching the polarization modulated beam by trans- 5 
mining one orthogonal component along a first 
optical path and reflecting the other orthogonal 
component along a second optical path; 

directing one optical path through a vacuum cell and 
directing the other optical path through a spectral 10 
notch filter having spectral notches which are co- 
incident with the band structure of the gas of inter- 
est; 

intersecting the first and second optical paths at an 
intersection point; combining the respective or- 15 
thogonal polarization components of first and sec- 
ond optical paths at the intersection point into a 
polarization modulated beam having two alterna- 
tively orthogonal polarization components by 
transmitting one orthogonal component and re- 20 
fleeting the other orthogonal component; and 

sensing a difference in the intensity between the two 
alternating orthogonal polarization components of 
the combined beam as an indication of the spectral 
emission/absorption of the light by the gas of inter- 25 
est in the particular quantity, the spectral emission- 
/absorption being indicative of the concentration 
of the gas of interest in the particular quantity. 

2. the method according to claim 1, further compris- 
ing polarizing an unpolarized light beam prior to said 30 
modulating step. 

3 . The method according to claim 2 , further compris- 
ing spectrally filtering a light beam prior to said modu- 
lating step to transmit only the portion of the optical 
spectrum of the beam which contains the transition lines 35 
of the gas of interest. 

4 . The method according to claim 1 , wherein said 
intersecting step comprises reflecting the first optical 
path and reflecting the second optical path. 

5. The method according to claim 1, wherein said 40 
sensing step comprises locating a single detector in said 
combined polarization modulated beam. 

6 . The method according to claim 1, wherein said 
directing step comprises directing the other optical path 
through a gas correlation cell containing a high density 45 
of the gas of interest. 

7 . The method according to claim 1 , wherein said 
directing step comprises directing the two optical paths 
along approximately equal optical path lengths. 

8. A gas filter correlation radiometer for determining 50 
the concentration of a gas of interest in a particular 
quantity from a polarized light beam which has passed 
through the gas of interest in the particular quantity, 
comprising: 

a polarization modulator for modulating the polar- 55 
ized light beam between two alternating orthogo- 
nal polarization components; 

a first polarization beam splitter for switching the 
modulated beam by transmitting one orthogonal 
polarization component of the polarization modu- 60 
lated light beam along a first optical path and re- 
flecting the other orthogonal polarization compo- 
nent of the polarization modulated light beam 
along a second optical path; 

a vacuum cell located in one of the first and second 65 
optical paths; 

a spectral notch filter having spectral notches which 
are coincident with the band structure of the gas of 


8 

interest, said spectral notch filter being located in 
the other of the first and second optical paths; 

means for intersecting the two optical paths at an 
intersection point; 

a second polarization beam splitter located at the 
intersection point of the first and second optical 
paths, said second polarization beam splitter trans- 
mitting one orthogonal component of the inter- 
sected components and reflecting the other orthog- 
onal component, whereby a polarization modu- 
lated beam is formed comprising the two orthogo- 
nal components in alternate order; and 

an intensity detector for sensing a difference in the 
intensity between the two orthogonally polarized 
components of the formed beam as an indication of 
the spectral emission/absorption of the light by the 
gas of interest in the particular quantity, the spec- 
tral emission/absorption being indicative of the 
concentration of the gas of interest in the particular 
quantity. 

9. The gas filter correlation radiometer according to 
claim 8, further comprising an optical polarizer for 
polarizing an incoming light beam prior to modulation 
by said polarization modulator. 

10. The gas filter correlation radiometer according to 
claim 9, wherein said optical polarizer is selected from 
the group consisting of prism, reflection, dichroic and 
wire grid polarizers. 

11. The gas filter correlation radiometer according to 
claim 8, wherein said intersecting means comprises a 
respective reflecting mirror arranged in each of the two 
optical paths. 

12 . The gas filter correlation radiometer according to 
claim 11, wherein the first beam splitter transmits hori- 
zontally polarized light and reflects vertically polarized 
light. 

13 . The gas filter correlation radiometer according to 
claim 12, wherein the second beam splitter transmits 
horizontally polarized light and reflects vertically po- 
larized light. 

14 . The gas filter correlation radiometer according to 
claim 12, wherein the gas correlation cell is located 
along the first optical path and the vacuum cell is lo- 
cated along the second optical path. 

15 . The gas filter correlation radiometer according to 
claim 8, wherein both said first and said second polar- 
ization beam splitters transmit the same orthogonal 
component of the beam and reflect the same orthogonal 
component of the beam. 

16 . The gas filter correlation radiometer according to 
claim 8, wherein said first and second polarization beam 
splitters are selected from the group consisting of prism, 
reflector, and wire grid beam splitters. 

17 . The gas filter correlation radiometer according to 
claim 8, wherein said polarization modulator is selected 
from the group consisting of electro-optic, magneto-op- 
tic and photo-elastic modulators and liquid crystal de- 
vices. 

18 . The gas filter correlation radiometer according to 
claim 8, further comprising a spectral filter for filtering 
an incoming light beam prior to modulation by said 
polarization modulator. 

19 . The gas filter correlation radiometer according to 
claim 8, wherein said spectral notch filter comprises a 
gas correlation cell containing a high density of the gas 
of interest. 

20. The gas filter correlation radiometer according to 
claim 8, wherein said intersecting means is located such 
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that the optical lengths of each optical path from said 
first polarization beam splitter to the intersection point 
are approximately equal. 

21. The gas filter correlation radiometer according to 
claim 8, further comprising a spectral filter for spec- 5 
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trally filtering the light beam prior to said polarization 
modulator to transmit only the portion of the optical 
spectrum of the beam which contains the transition lines 

of the gas of interest. 

***** 


10 


15 


20 


25 


30 


35 


40 


45 


50 


55 


60 


65 



